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SOURCE;  Tokyo,  Japan. 

IMPORTANCE:  Not  previously  reported. 

DESCRIPTION:  This  kit  was  designed  to  replace  the  model 

manufactured  before  the  war  and  which  was  reported  in 
Medical  Technical  Report  No.  182. 

The  outside  is  painted  an  olive  drab  color  with 
the  Geneva  symbol  appearing  on  the  front. 

The  interior  has  been  divided  into  four  compartments 
and  the  several  metal  containers  therein  have  been 
substituted  with  those  of  wood  or  canvas. 

The  contents  of  the  case  are  as  follows; 


Sterilizer 

ea 

1 

Sheet,  rubberized 

ea 

1 

Catheter,  Neraton,  with  case 

ea 

1 

Syringe 

ea 

1 

Solution,  camphor 

amp 

10 

Solution,  morphine 

amp 

5 

Digitanin 

amp 

5 

Spirit  of  Chlorcresol 

amp 

5 

Brush,  scrub,  hand 

ea 

1 

1 


1 


Soap,  with  case 

Intravenous  set,  saline  water 

Trachea  pipe,  with  case 

Water,  physiological  saline 

Splint,  ladder  type 

Tourniquet 

Bag,  instrument 

Tray,  disinfecting 

Bag,  instrument,  containing, 

Mirror,  head,  large 
Stethoscope 
Thermometer,  clinical 
Scissors,  tissue 
Knife 

Razor,  with  case 
Tongue  depressor 


ea 

ea 

ea 

cc 

ea 

ea 

ea 

ea 


ea 

ea. 

ea 

ea 

ea 

ea 

ea 

ea 


1 

1 

500 

2 

1 

1 

1 


1 

1 

1 

1 

1 

1 

1 

1 


Forceps,  for  ear  and  nose 

ea  ■ 

1 

Speculum,  ear 

ea 

1 

Applicators,  ear 

ea 

3 

Speculum,  nasal 

ea 

1 

Applicators,  nasal 

ea 

3 

Safety  pins 

ea 

10 

Adhesive  plaster,  rubberized 

roll 

1 

Bandage,  packed 

ea 

2 

Bandage,  rolled 

ea 

6 

Gauze 

roll 

1 

Cotton,  absorbent 

gm 

100 

Splint,  ladder  type 

ea 

1 

Bandage,  triangular 

ea 

5 

Gauze,  corrosive  sublimate 

roll 

1 

Gauze,  corrosive  sublimate,  packed 

ea 

10 

Cotton 

roll 

1 

Tincture  of  iodine 

gm 

50 

•> 


Solution*  cresol  soap 

gm 

50 

Alcohol*  bottle  of  50  gm 

ea 

2 

Mentha  wine ?  bottle  of  50 

gm 

ea 

1 

COMMENT:  The  construction  and 

quality  of 

contents 

in  this 

kit  are  grossly  inferior  to  those  in  the  model  reported 
in  Medical  Technical  Report  No.  182.  Even  in  packing 
there  is  danger  that  bottles  contained  could  easily 
be  broken  in  handling  this  kit. 

Photographs  Kit*  with  contents  displayed. 


